I. INTRODUCTION Exposure assessment of non-ionizing radiation in the intermediate frequency (IF) range between
300 Hz and 10 MHz is rarely investigated. Up to now, exposure research focus was on the extreme low frequencies (ELF) and radio frequencies (RF). Examples of sources producing IF exposures are amongst others (1) : light bulbs, electronic article surveillance (EAS) systems, nondirectional beacons (NDB), induction cookers, and electrosurgical units. These devices are omnipresent in our environment and the use of them is increasing. The World Health Organization (WHO) recommended that IF exposure needed to be better characterized (2) . Also the European Union Research and Innovation FP7 research call ENV.2013.6.4-2 addressed specifically the importance of investigating IF fields.
Exposure in close proximity to these IF devices is important and often very localized. Electronic article surveillance (EAS) systems were investigated in Refs. (3, 4, 6) and it was reported that the reference levels of the International Commission on Non-Ionizing Radiation Protection (ICNIRP) (7, 8) were exceeded for several of the investigated EAS systems. Also fields from fluorescent lights and energy saving bulbs (9, 10) , domestic or professional induction cookers (6, 11, 12) , non-direction beacon (NDB) systems (13, 14) , and electrosurgical units (6, 15, 16, 17) exceeded the reference levels. Induction cookers can even exceed the ICNIRP basic restrictions by a factor of 16 (11) . Floderus et al. (6) investigated induction furnaces and heaters, surface treatment equipment, EAS, and medical devices for surgery and muscle stimulation. There is a lack of publications about the electromagnetic fields within less than 30 cm distance from fluorescent lamps (9) . Some publications mention IF exposure from devices up to 30 MHz (18) , but these devices will not be considered here.
The objective of this paper is to perform in-situ assessment of both the electric and magnetic fields of different IF sources, located in home and school environments, in ticket offices (counters), and hospitals. To this end, measurements with spectral measurement equipment and suitable probes were performed. Here, we focus on smart boards and large touchscreens for educational purposes, energy saving light bulbs, fluorescent lamps, portable hearing units, and electrosurgical units. Up to now, some of these devices (smart boards, hearing units) have not often been investigated from an exposure point of view, according to the authors' knowledge.
Also measurements as a function of the separation from these devices were performed to determine compliance distances, outside which the field levels do not exceed the ICNIRP reference levels. For the portable hearing units, and electrosurgical units, different operational modes are possible for which IF exposure is evaluated. The results of this study are of importance for authorities and international organizations (WHO) as it is important to quantify the IF exposure. and the corresponding ICNIRP reference levels (8) (2010, general public and occupational exposure) for the electric fields E (V/m) and magnetic fields H (A/m). Also the number of measurements is listed. The following sources were considered: (i) a touchscreen (touchportal of Packard Bell) for educational purposes in a school, (ii) smart board (digital school board, Prowise), (iii) energy saving bulbs (compact fluorescent lamps CFL), (iv) fluorescent lamps, (v) a portable hearing unit with different modes (i.e., a portable induction loop system that amplifies the sound for "hard of hearing persons", used at ticket offices and counters), and (vi) an electrosurgical unit (ESU) with different modes. The measurements were performed from June 2012 to July 2013 and occurred in homes, school environments, in ticket offices (counters), and hospitals. We will discuss here the IF exposure due to these sources and do not focus on the ELF 50 Hz exposure, which is of course also present for the considered sources and will sometimes be mentioned.
II. MATERIALS AND METHOD

A. Configuration and sources
B. Measurement equipment and procedure
In this study, exposure levels were assessed using broadband and frequency-selective narrowband equipment. Two types of measurement probes and systems were used covering the 300 Hz to 10 MHz IF range, namely the EHP 200 and EHP 50C probes (Narda Safety Test Solutions, Milan, Italy).
The IF fields between 9 kHz up to 30 MHz can be measured using an (isotropic) electric-and 
.
The fields from 5 Hz up to 100 kHz were measured using an electric-and magnetic-field analyzer of type PMM EHP-50C (accuracy electric field ± 8.8 %, accuracy magnetic field ±6.3 %). The sensitivity is 0.01 V/m for the electric field and 1 nT for the magnetic field, respectively. The detection ranges are 0.01 V/m -100 kV/m for the electric field and 1 nT -10 mT for the magnetic field.
The provided uncertainties of the measurement probes include contributions of linearity, anisotropy, frequency response, temperature, and relative humidity. They represent the expanded uncertainty evaluated using a confidence interval of 95 %. The positioning uncertainty is not included in these uncertainties. In Ref. (5), also perturbation by the environment, influence of the body, and spatial averaging are mentioned as uncertainties. Ref. (5) estimates ± 3 dB (-29 -41 %) for the total measurement uncertainty for the fields. These measurement probes have a very small size and an optical fiber link. Therefore, accurate and sensitive measurements are possible and the probes are suitable for measurements near IF sources.
The following measurement procedure was applied. First, the frequency spectrum of the magnetic and electric fields near the IF source was determined. The relevant frequency components were then identified and analyzed in more detail. Second, narrowband measurements of both electric fields E and magnetic fields H were executed at locations where people are (often) present. Third, measurements as a function of the distance (separation) from the IF source were performed.
"Compliance distances" are defined as the distances outside which the electric and magnetic field levels of the IF source do not exceed the ICNIRP reference levels (7, 8) for general public and occupational exposure. The distances provided in this paper are given as distances between the surface of the field source and the surface of the probe. Measurement positions, measurement circumstances, and separations were also selected taking into account the actual usage of the considered devices.
Finally, we define the exposure ratio (ER) as the ratio between the measured magnetic (ER H ) or electric field (ER E ) value due to the IF device and the corresponding ICNIRP reference level.
Ratios smaller than 1 satisfy the ICNIRP reference levels. We compared exposure values and exposure ratios with the ICNIRP 2010 guidelines for the range 1 Hz -100 kHz (8) (although tables in ICNIRP 2010 show limits up to 10 MHz). Also ICNIRP 1998 was considered for frequencies above 100 kHz (7) (for ESU).
III. RESULTS AND DISCUSSION
A. General overview Figure 2 shows (a) the touchscreen (Packard Bell) and (b) the smart board with indication of the x-, y-, and z-axes. Both devices are installed in class rooms in different schools. Near the screen, the electric field dominates and the magnetic field is negligible. Figure 3 shows the frequency spectrum of the electric field near the touchscreen (35 cm from the screen) from 9 kHz to 300 kHz. The field of the touchscreen is clearly caused by a signal at 44 kHz ( Figure 3 (a) ). For the smart board frequencies of 50 Hz, 5-15 kHz and 52 kHz were observed (Table 1 and Figure 3 (b)). the reference levels provided in Table 1 , were satisfied. The electric and magnetic field values decrease clearly as a function of the distance from the screen in both x-and y-direction. Figure 4 shows this fast decrease of the electric field E as a function of the separation from the touchscreen. From about 15 cm from the back on (-15.3 cm; y < 0), the ICNIRP reference levels for the general public were not exceeded anymore (at -5 cm, 155.7 V/m in Table 2 ). At 5 cm from the front (y > 5 cm), the reference levels were not exceeded. There is no existing research about these "new" types of IF sources to the authors' knowledge.
B. Touchscreen and smart board
Visual Display Units (VDUs) and television sets were mentioned in Ref. (1): IF fields occur in the frequency range 15 to 25 kHz and at other frequencies and are of the order of a few A/m and a few V/m (1) . These values are lower than for the touchscreen and similar to these of the digital smart board.
C. Energy saving bulbs and fluorescent lamps
Spectral measurements of both the electric and magnetic fields were executed using the EHP-50C
probe to determine the relevant frequencies radiated by the lamps. This enables to select the optimal settings of the measurement probe. Light bulbs were warmed up and stabilized, and temporal measurements were performed to verify this. The electric fields were dominant, as also mentioned in Refs. (9) and (10). The dominating frequencies were between 38 and 52 kHz (Table 1 ) and also 50 Hz and its harmonic frequencies (100, 200 Hz) were measured (ELF range).
For the magnetic fields, 50 and 150 Hz were the most important frequencies. To assess all frequencies, measurements with the EHP-50C probe were performed for three frequency ranges, corresponding to frequency span settings of 500 Hz (6 Hz -500 Hz), 10 kHz (120 Hz -10 kHz), and 100 kHz (1.2 kHz -100 kHz) (see Table 1 ). The maximum-hold (max-hold) setting of the probe was used (i.e., maximum values were retained during a time interval until the reading stabilizes) (19) . In total 6 energy saving bulbs and 5 fluorescent lamps were investigated in situ.
The considered separations for the measurements were 0 cm (contact position), 5 cm, 10, 20, and 50 cm from the fluorescent lamps and energy saving bulbs. setting of the measurement probe was wideband and the max-hold mode (19) . The measurement time per position was 30 s which is the time needed for the signal of the hearing unit to stabilize.
Ten different modes of the hearing unit have been evaluated; these modes are used in practice. Next, measurements as a function of distance to the unit from different sides were performed for various modes. All values in Table 3 The IF frequencies are dominant for the hearing unit.
1) Influence of different configurations
2) Influence of the type of noise or sound signal
In this section, the influence of the type of sound signal on the resulting electric and magnetic fields is investigated. The modes h-i-j (silent, constant noise sound, interference sound) of Section III.D were investigated in the contact position in the front of the hearing unit, which was connected to the electricity mains. The setting was wideband and max-hold with a span of 10 kHz (IF signals). These measurements were performed during 5 minutes, which is the time for the IF signal caused by the hearing unit to stabilize. Table 3 apply). As the sound causes currents to flow within the equipment, only the magnetic fields change.
3) Measurements as a function of the distance to the hearing unit
Highest field values were measured at the front and back of the portable hearing unit and therefore, measurements as a function of the separation are performed at these sides. Each measurement was performed during 30 s, with the hearing unit connected to the electricity mains and with microphone and loudspeaker connected (causing the highest electric and magnetic field values, see Section III.D.1) and Table 3 ). Also a constant noise sound signal was present, causing To the authors' knowledge, IF exposure from the portable hearing units has not been considered before. Exposure from loops, such as in EAS systems (3, 4, 6) and also integrated in the hearing unit has been investigated. Tables 4 and 5 . Also maximal voltages (up to 9000 volt peak-to-peak), powers (up to 300 W), and corresponding duty cycles are listed in Table 4 . The duty cycles of the ESU were determined from the crest factors provided by the manufacturer. All measurements occurred in a box of water where the ESU was used to cut in the various modes ( Table 4) . As stated in
E. Electrosurgical unit
An electrosurgical unit (ESU) type
Ref. (15) , the applied voltage and current will vary compared to "live" materials because of the variations in resistance of the different materials being cut in reality. The measurements here were performed in a worst-case situation at various positions near the feeding cable. Table 5 lists also the different measurement setups and positions for the various modes. These modes and positions were selected because these were the modes used in practice by the medical personnel.
In total 24 measurements are described in Table 5 .
The setting of the EHP-200A probe was wideband and max-hold with a span of 940 kHz, 400 kHz, 2 MHz, and 30 MHz. Frequencies up to 940 kHz were identified (Table 1 ). Electric and magnetic fields at similar frequencies were generated and both were important (16) . For the comparison with the ICNIRP guidelines, we compare the total signal in the band with the most strict norm in the band, which is a worst-case approach. electric and magnetic fields are compared with both the ICNIRP 1998 (7) (frequencies above 100 kHz) and 2010 (8) reference levels. For comparison with ICNIRP 1998, we compared with the most strict limit in the considered frequency band and made thus a worst-case estimation. We compare in this table with the guidelines for occupational exposure. We applied a (realistic) worst-case approach: the values are provided for a 100% duty cycle and for the actual maximal duty cycles of Table 4 . Thus, both the maximal fields E and H (assuming continuous working mode, which is an overestimation) and the fields accounting for the maximal duty cycles E dcycle and H dcycle are listed in the Table 5 . Previous studies (15, 16) reported that during operations (lasting 3-4 hours), the ESU was activated about half an hour in total. So applying the maximal duty cycle of an operating mode for estimations of 6-minutes can be considered as "realistic" worst-case.
The ICNIRP 1998 reference levels (7) were exceeded at various positions for both electric and magnetic fields (indicated in bold in Table 5 ), up to 1.7-2 times for 100% duty cycles and 1-1.3 times for actual duty cycles. Also the ICNIRP 2010 reference levels (8) were exceeded up to 7
times for the electric field near the ESU. The ICNIRP guidelines were not exceeded for the In the literature (15, 16, 17) , also values exceeding the reference levels were measured and it was also mentioned that the fields vary considerably among the different modes. In Ref. (15) to 30 kHz (17) . These values are comparable with ours of 0.8 kV/m and 1. Further research is needed to quantify in-situ IF radiation as there is only limited literature available. Moreover, simulations or measurements of induced electric fields, current density, and specific absorption rate (SAR) to investigate compliance with the basic restrictions is highly relevant and should be part of future research. Table 5 Figure 1 
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